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PREFACE 
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EVALUATION OF A GASMET• DX-4015 SERIES 
FOURIER TRANSFORM INFRARED GAS ANALYZER 

1. INTRODUCTION 

1.1 Background. 

The Joint Program Manager Guardian (JPMG) is an organization within the Joint 
Program Executive Office for Chemical Biological Defense. The JPMG is comprised of three 
Joint Product Management (JPM) offices which provide distinct, but not unrelated, services and 
products. One of those offices is the JPM for Consequence Management (CM), formerly known 
as PM Weapons of Mass Destruction—Civil Support Systems, and supports the National Guard 
Bureau, U.S. Army Reserve and other response units through development, procurement and 
fielding of critical CBR incident protection and response capabilities. One of these 
responsibilities is the Analytical Laboratory System (ALS) used by the National Guard Bureau 
(NGB). 

In 2007, the JPM-CM funded the Mobile Laboratories and Kits Team, U.S. Army 
Edgewood Chemical Biological Center (ECBC), to perform an instrument validation and 
verification test of a Gasmet• DX-4015 Series Fourier Transform Infrared(FTIR) Gas Analyzer. 
This instrument was being considered for use in the NGB-Analytical Laboratory System (ALS) 
Increment I Analytical Revision. The NGB-ALS wanted documentation on the instrument's 
performance and its ability to identify gaseous Chemical Warfare Agents (CWAs) and volatile 
Toxic Industrial Chemicals/Toxic Industrial Materials (TICs/TIMs). 

1.2 Objective. 

The objective of this study was to evaluate the performance of the Gasmet• DX- 
4015 FTIR system as an analytical technique for the identification of select gas phase CWAs 
(Table 1) and volatile TICs/TIMs (Table 2) that are gases at ambient room temperature or at 
temperatures from 20 (68 °F), 22 (71.6 °F), to about 24 °C (75.2 °F). 

Table 1. CWAs 

Hydrogen Cyanide 

Phosgene 

Phosphine 

Chlorine 

Chlorine was initially added to Table 1 as a check component to verify the 
manufacturer's claim that the instrument cannot be used to analyze chlorine as a target 
compound or compound of interest. However, chlorine was not tested as the instrument had no 
spectrum of chlorine loaded into the target library list and due to the manufacturer's claim that 
low concentrations of chlorine would damage the instrument. 
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Table 2. TICs/TIMs 

Boron Trifluoride 

Arsine 

Phosgene 

Phosphine 

Ammonia 

Carbon Monoxide 

Sulfur Dioxide 

Ethylene Oxide 

2. EVALUATION PROCESS 

Two instruments were selected and purchased. One instrument was subjected to 
two tiers of testing. Tier 1 testing consisted of pre- and post-ruggedness testing limit of detection 
(LOD) estimations for common target analytes. If the instrument passed the ruggedness testing, 
it was then subjected to Tier 2 performance testing with select CWA and TIC/TIM analytes. If 
the instrument failed the ruggedness testing, a determination was made on the extent of repair 
needed and the time involved. See Figure 1 for the evaluation process. 

Tier 1 a - Test with 
isopropyl alcohol, 
ammonia and diethyl 
ether 

Tier 2 - Test with target 
analytes listed in Table 
1Aand 1B 

Ruggedness test IAW 
MIL-STD-810F, Method 
514.5, Procedure I, 
Category 20 

Tier 1b - Repeat Tier 1a test 
isopropyl alcohol, ammonia 
and diethyl ether 

Figure 1. Evaluation Process of the Gasmet   DX-4015 Series FTIR Gas Analyzer 

Instrument test conditions simulated current ALS Increment 0 conditions. Briefly, 
unknown samples are collected in a "hot zone," packaged, decontaminated, and transported to 
the ALS for chemical analysis. Samples are initially placed in engineering controls where the 
sample container is opened and screened for CWAs and select agents followed by presumptive 
analyses by FTIR for CWAs and TICs/TIMs. Gas samples were taken and analyzed using 



400 mL summa canisters. It was determined that the size of the summa canister had a greater 
affect on the method LOD and not the instrument LOD. The bigger the summa canister, the more 
completely the gas cell can be filled, the more accurate the analysis results are quantitatively. 

During instrument verification testing, LODs, specificity, selectivity, and inter- 
run reproducibility and inter-operator reproducibility were evaluated for each gas analyte. The 
LOD was determined or approximated based on the lowest concentration of each gas analyte 
tested. Testing indicated that the LOD for each gas tested was below 1.0 ppm. The LOD was 
anticipated to be at or near 1.00 ppm. Testing indicated that the instrument was quite capable of 
detection limits <1.00 ppm but that would have required the purchasing of additional cylinders of 
diluted gas mixtures at lower concentrations. This would have required more time and more 
money and therefore was determined to not be feasible. The compounds were evaluated in only 
the gas phase at ambient or normal room temperatures and/or normal environmental conditions. 
The ability of the instrument to clearly identify each gas independent of the operator was also 
evaluated using a minimum of two operators. 

2.1 

below: 

Equipment and Devices. 

The equipment and devices used for the instrument verification testing are listed 

Gasmet• DX-4015 FTIR Gas Analyzer 
Chemical fume hood or glovebox 
Gas cylinders 
Flow meter 
Gas regulators 
Nitrogen generator 
Laptop Computer 
Summa Canisters 

2.2 Materials. 

The materials used for the instrument verification testing are listed below: 

•    0.5 to 25 ug/mL gas mixtures and pure gas components of target analytes 
listed in Tables 1 and 2. 
Tygon and/or Teflon tubing 
Swagelok fittings 
Tedlar Bags 
Kimwipes 
Nitrile Gloves 
Miscellaneous gas sampling and tubing supplies 
0.5% Sodium Hypochlorite Solution (decon) 
Dl Water (decon) 
Acetone (decon) 



2.3 Sample Receipt and Handling. 

Samples for this validation study were prepared by Airgas Specialty Gases and 
Equipment. Sample gas preparation schemes were formulated in advance and reviewed by the 
Senior Chemist prior to preparation. Sample test gas cylinder preparation was performed by 
Airgas Specialty Gases and Equipment and documented by the operators in the sample 
preparation lab notebook. Testing consisted of 40 standard 33A size gas cylinders containing one 
target TIC/TIM gas analyte with nitrogen as the balance gas. The concentrations tested included 
the following: 

Ammonia at 0.7, 3.68, 8.31 and 20.9 ppm ± 10%; 
Arsine at 1.0, 5.02, 10 and 23.8 ppm ± 10%; 
Boron Trifluoride at 10.8, 24.9, 50.1 and 100.3 ppm ± 10%; 
Carbon Monoxide at 1.24, 5.296, 10.09 and 24.41 ppm ± 5%; 
Hydrogen Cyanide 1.02, 5.05, 10.3 and 24.9 ppm ± 10%; 
Ethylene Oxide at 4.0, 10.61 and 24.45 ppm ± 5%; 
Phosgene 1.0, 4.97, 9.95 and 24.9 ppm ± 10%; 
Phosphine at 1.0, 5.01, 9.96 and 24.9 ppm ± 10%; and 
Sulfur Dioxide at 0.986,4.988, 10, 25.18,49.98 and 99.83 ppm ± 5%. 

The concentrations tested and verified were below the LOD levels defined and 
established in the Capabilities Production Document and are listed in Appendix A. 

The cylinder was connected to the appropriate regulator with a 6 in. long section 
of VA in. silco-steel tubing, which had a quick-connect end. A similar section of tubing was 
connected to the sample inlet of the DX-4015. The quick connects were joined, and the valve on 
the cylinder was opened and adjusted to maintain approximately 30 psi on the regulator. The 
DX-4015 and computer were set to acquire data and the internal pump of the Gasmet DX-4015 
was started. Approximately 50 to 60 analytical runs at 1 min a run were made from one cylinder. 
A 400 mL silco-steel summa canister was used by first pulling a vacuum on the cylinder via a 
quick connect and using the DX-4015's internal pump. At ambient temperature, a vacuum of 
about 15 mm Hg was pulled on the same summa canister for each analytical run. The 33A 
sample cylinder was opened and the summa canister was attached and opened, quickly drawing 
in the test gas sample. The summa canister was then transferred to the DX-4015 and attached to 
the quick connects. The instrument and computer were set to acquire data on the specific set of 
test gases and started. When using the 400 mL summa canisters, testing indicated that the size of 
the summa canister produced a concentration reading on the DX-4015 of approximately one 
third or, in some cases, 3 to 5 times less than the actual concentration of the gas in the cylinder 
(Table 2A). However, the DX-4015 accurately identified each gas in the 33A cylinder from the 
summa canister. This difference can be corrected by using larger summa canisters that would 
completely fill the gas cell of the DX-4015 long enough to get an accurate reading or employ a 
multiplication factor of 5 when collecting and analyzing samples using the smaller 400 mL 
summa canisters. 



Table 3. Ambient Gas Analysis Using 400 mL Summa Canisters 

Phosgene 
Run#l 

Phosgene 
Run #2 

Phosgene 
Run #3 

Hydrogen 
Cyanide 
Run#l 

Initial 
Concentration 24.9 ppm 24.9 ppm 24.9 ppm 24.9 ppm 

Measured 
Concentration #1 3.08 1.05 9.71 0.12 

Measured 
Concentration #2 3.49 4.90 9.43 1.83 

Measured 
Concentration #3 1.20 4.11 2.73 9.98 

Measured 
Concentration #4 0.39 2.66 0.82 9.28 

Measured 
Concentration #5 0.15 1.58 0.30 6.09 

Measured 
Concentration #6 0.07 0.93 0.16 3.43 

Measured 
Concentration #7 0.04 0.56 0.12 1.91 

Measured 
Concentration #8 0.02 0.35 0.10 1.01 

Measured 
Concentration #9 0.01 0.21 0.33 0.49 

Measured 
Concentration #10 

0.00 
NP* 0.13 0.28 0.31 

*NP - Analysis was not performed or taken because the canister had emptied before the next sample could be 
measured. 



3. TECHNICAL APPROACH 

*TM The Gasmet1• DX-4015 FTIR (Figures 2 and 3) is a compact bench-top FTIR 
capable of analyzing gases directly. 

Figure 2. Gasmet• DX-4015 
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TM Figure 3. Basic Structure of the Gasmet     DX-Series Analyzer 



The detector measures the absorption spectra of gases that have been exposed to 
in-phase infrared radiation. An infrared laser provides the radiation that is focused on the sample 
gas introduced into a 1M cell. Emission radiation can be collected following a reflection or 
transmission process. Only one system is being considered and that system is a reflection system. 
Molecular bonds have multiple energetic states including a ground state and single or multiple 
excitation states. If light energy equivalent in frequency to the difference between the ground 
state and an excitation state strikes the molecule, it will be absorbed putting that bond into the 
excited state. Energy is subsequently emitted by the molecule taking it back to ground state. 
Measurement of the absorption frequencies of a sample produces a spectrum that can be used to 
identify functional groups and consequently structure. Fourier Transform Infrared can be used to 
analyze solid, liquid, and gas-phase samples. However, without a validated separation technique 
preceding FTIR analysis to provide selectivity, its utility for analyzing complex mixtures is 
limited. This instrument was tested against gas mixtures of Ammonia, Boron Trifluoride, 
Hydrogen Cyanide, Phosgene, Arsine, Phosphine, Carbon Monoxide, Sulfur Dioxide, and 
Ethylene Oxide in nitrogen and the instrument was able to differentiate each mixture. 

FTIR spectroscopy was developed to eliminate the problems associated with 
dispersive instruments such as slow scanning and the ability to measure all the infrared 
frequencies simultaneously, rather than individually. FTIR spectrometry employs a very simple 
optical device called a Michelson interferometer (Figure 4). 

Moving mura 
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Figure 4. Michelson Interferometer 



The interferometer consists of a source, beam splitter, two mirrors, a laser, and a 
detector. The beam splitter takes the incoming infrared beam and divides it into two parts or 
optical beams. One beam reflects off a flat mirror which is fixed in place. The other beam 
reflects off a flat mirror mounted on a mechanism that allows this mirror to move a very short 
distance, typically a few millimeters, back and forth away from the beamsplitter at a constant 
velocity. This velocity is timed according to the very precise laser wavelength in the system, 
which also acts as an internal wavelength calibration. The two beams are reflected from the 
mirrors and recombined at the beamsplitter. The beam from the moving mirror travels a different 
distance than the beam from the fixed mirror and because the path that one beam travels is a 
fixed length and the path of the other beam is constantly changing, an interference pattern is 
created when the beams are recombined. Some of the wavelengths recombine constructively and 
some recombine destructively. The resulting signal or interference pattern is called an 
interferogram, which has the unique property of every data point making up the signal having 
information about every infrared frequency coming from the source, or, in other words, the 
interferometer produces a unique type of signal which has all of the infrared frequencies 
"encoded" into it. This interferogram then goes from the beamsplitter to the sample where some 
energy is absorbed and some is transmitted. 

The transmitted portion reaches the detector, which means that as the 
interferogram is measured, all frequencies are being measured simultaneously. This results in an 
IR spectrum and shows that the use of an interferometer results in extremely fast measurements. 

3.1 Instrument Verification. 

The DX-4015 FTIR system was verified (Figure 5) on a daily basis during the 
validation process. Prior to analyses, FTIR system performance was verified according to 
manufacturer's specifications (Shaker Test Report included in Appendix B). 
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Figure 5. Instrument Performance Verification Data with Ammonia, IPA, and Diethyl Ether 



3.2 Procedures. 

Validation testing consisted of a multi-tiered process. Tier 1 consisted of a pre- 
and post-ruggedness LOD estimation for limited analytes that are routinely used to verify DX- 
4015 FTIR system performance. Instruments were fastened to shaker tables for ruggedness 
testing. If the instrument showed a marked reduction in performance capability following the 
ruggedness testing, a determination was made at that time whether to continue testing the 
instrument. Tier 2 testing was comprised of LOD, dynamic range, inter-operator variability, 
specificity, and selectivity testing for the CWA and TIC/TIM compounds listed in Tables 1 
and 2. 

3.3 Tier 1 Testing. 

Isopropyl Alcohol, diethyl ether and Ammonia in nitrogen (Table 2) were 
employed as target analytes for Tier 1 testing. These target analytes are liquids at room 
temperature and a small amount of each liquid (1 to 10 uL) was injected into a 3 L Tedlar bag. 
The bag was then filled with nitrogen. Nitrogen was used because of its inertness and because it 
does not interfere with FTIR analysis of the target analytes used to verify FTIR system 
performance and sample analysis testing. Gas dilutions were performed (3 to 5 replicates at a low 
range concentration) of Ammonia, Diethyl ether, and Isopropyl alcohol spiked into Tedlar bags 
(Figures 5 and 6 and Table 2). The dilutions were used to determine estimated LODs both prior 
to and following a shaker-table ruggedness test. These estimated LODs were established at the 
concentration at which the FTIR detector identifies each target analyte in all five replicates. 

During ruggedness testing, the instrument was fastened to shaker tables using the 
same methods used in the ALS Increment I mobile laboratories. Ruggedness testing was 
performed by the ECBC Environmental & Field Test Group I AW MIL-STD-810F, Method 
514.5, Procedure I, and Category 4 with the common carrier transportation profile found on 
pages 24 thru 33 for 3 hr in each of three perpendicular axes. This profile represents normal 
over-the-road operations (conditions that comprise 90% of the proposed operating environment) 
equivalent to 1,000 miles. Any instrument for which post-ruggedness LODs increased by 
>100 fold as compared to pre-ruggedness LODs was to be subjected to further testing (see 
Appendix B). 



Tier 1-a/b: 

Block Diagram for the Gas/Vapor Detection System 
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Figure 6. Tier 1 Testing Setup for Pre- and Post-Ruggedness Testing 

3.4 Tier 2 Testing. 

Testing consisted of LOD, selectivity and specificity testing with the CWA and 
TIC/TIM analytes listed in Tables 1 and 2. Testing was performed at ECBC, in Building E5830, 
in a portable chemical hood and/or glovebox (Figure 7). Initially, a gas standard of Diethyl ether, 
Isopropyl alcohol and Ammonia in a Tedlar bag were analyzed in triplicate to verify sufficient 
instrument sensitivity to allow testing to continue. The spectral identification match for all 
replicates was recorded. 
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Figure 7. Tier 2 Testing Setup 

Following the initial verification with Diethyl ether, Isopropyl alcohol, and 
Ammonia gas standards, the estimated LODs for each analyte were determined by analyzing 
each single analyte gas standard at the established LOD 22 to 25 times (Table 2). The actual 
number of analysis ranged from 30 to 60 analytical runs. This was accomplished for each gas by 
the ease of use of the instrument and its ability to do short timed and accurate analysis from each 
gas cylinder. The spectral library identification for the target analyte was reported for each 
replicate concentration, then that concentration was repeated. 

Once an LOD was established on the instrument, the analysts performed a 
dynamic range experiment at concentrations ranging from the established LOD to three to four 
additional gas analyses above the initial estimated LODs in five runs each to determine the 
LODs and the dynamic range of the instrument. Five replicates were analyzed at each 
concentration during each run. Each analyst used the same sample gas standards for each analyte. 
Limits of detection were determined based on the following conditions: 22/22 replicates must 
produce a spectral match of >90% for the target analyte. The DX-4015 does not report 
identifications as a function of similarity matches or in a quantity for spectral matches, but as 
simple gas compound identification. 
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Replicates of Phosgene and Hydrogen Cyanide were performed by summa 
canister to verify that the summa canisters can be used as a sample collection tool for this 
instrument and to show reproducibility. The ethylene oxide cylinders where emptied during 
Tier 2 testing. The canisters used were 400 mL summa canisters by volume. When pumped 
down to a vacuum of approximately 25 mm of Hg a concentration 3 to 5 times less than the 
actual concentration was recorded. Therefore, it was determined that a larger size of summa 
canister was needed to accurately measure the concentration of a gas in the 1 M cell at the time 
of analysis and due to the force of the pump. It was also determined quantitatively that a 1 to 3 L 
summa canister would increase the accuracy of the analysis in relation to the concentration. 
However, qualitatively, the DX-4015 identified each gas accurately. Therefore, 22/22 replicates 
were not performed because each concentration varied over a short period of time when using 
the 400 mL summa canister. 

4. CONCLUSIONS 

The testing of the DX-4015 indicated that the instrument was shown to be very 
specific for the TIC/TIM gases selected for testing (see Tables 4 and 5). The instrument was 
accurate when measuring each gas based on the concentration of each gas mixture (Figures 7-16) 
and it showed excellent sensitivity and selectivity for each gas at ambient temperatures. The 
actual limit of detection (LOD) for each gas selected and tested was shown to be less than 
1.0 parts per million (ppm). An actual LOD study was not performed because the capability of 
the instrument to identify compounds below 1.0 ppm was not determined until the time of 
analysis with the use of predetermined concentrations that had already been purchased and due to 
project timelines. In the Tier 2 Testing Setup, the analyzer and gas bottles were placed in a 
chemical fume hood equipped with a NBC filtration unit. 

Any further analysis would have involved more time and funding, which was not 
feasible. It must be pointed out that during the initial testing of the DX-4015 instruments; one 
instrument was shaken in accordance with military standards and returned for verification and 
performance checks. Initially, the instrument functioned correctly but failed on start up 2 weeks 
later. The instrument was shipped back to the manufacturer who determined that the power 
supply had dislodged and shorted out the laser. The manufacturer was aware of the possibility of 
this failure and fixed both DX-4015 instruments at no cost. 

A second shake test was performed followed by verification and performance 
testing. The instrument continued to work, indicating that the manufacturer had indeed fixed the 
problem. All newly purchased or subsequently purchased DX -4015 instruments will include this 
equipment upgrade. A 90 to 95% confidence interval was easily achieved because the instrument 
was able to acquire data points continuously within a very short time frame or by shortening the 
data collection time. All data points for this test and for each gas tested were collected at 20 s 
intervals. Also, testing of the summa canisters using the internal DX-4015 pump indicated that 
because of the size of the canister (400 mL), there was not enough sample gas collected to 
completely fill the gas cell of the instrument during analysis and accurately measure the 
concentration. However, the instrument identified each target gas, but the actual concentration of 
each gas reported had to be multiplied by a factor of 4 to 6 for a more accurate measurement. It 
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was also determined during testing that in order to achieve an accurate concentration of gas using 
summa canisters, the canisters must be 1 to 3 L or larger. 

The data were collected and provided to PM-CM to be used for the instrument's 
performance verification and to identify gaseous CWA/TIC/T1M compounds for use in the 
National Guard Bureau's Increment I Analytical Laboratory Systems. 

Table 4. Tier 1 Testing Results Summary 

Tea Ml Tim Spectrumfli Ubmyflli CkMfcH [town] Unit MM SWY 

Her 1a 

1&16C007 17:16:14 CICALCMETSI*(PLESW.S'C0071016\PA.5UL000995PE DX0712MA.LB 

IPA 

loe.M 
111.49 

124.66 
126.09 
103.44 

ppm 

1U-": 10.34 

M 16,2007 17:28:15 C'CALCMETS*WPLES»M-SCOO710iaiPA_5uL_2reLCO101.SPE DX071238A1IB Ff"" 
1O/1&20O7 17:28:38 C«XCMETSNyiPLESW.8120071018\PA.5lllJniL00102.SPE DX071238A1B ppm 
W16G007 17:28.57 CCALCMETSWPLESW.Sia007101«»A-5«Un!L00103.SPE DX071238A.LB PP• 
KV16Q007 17:29:19 C'CW.CMETSNyiPLESW.Slfl00710tt\PA.5(iL.2ri(L00104.SPE DX071238ALIB ppn 
10.'24,2007 17:41:55 C^CMETSAMPLESVU.S«0071Q24\AMM_5uL00O1OSPE DX071236A.LIB 

Ammonia 

25.85 PP" 
2736 1.30 10-24.2007 17:42:16 C:^CM.CMETSMUIPLESVU.S20071024V)MM_5UL00011.SPE DX071238A.LB 2603 ppm 

1QQ4J2007 17:42:37 CKALCMETSAMPLES W.SC0071024MM_5uL00012SPE DX071236A.LI9 2817 ppm 
1QQ4CO07 17:48:31 C''CALCMETSWWPLES-|«d.S-a9C'71024-OEE_1lL_CO014.SPE DX071236A1B 

DMljfttlWf 

•a ppm 

6445 3.68 

1*24.2007 17:48:52 CmCMETSAMPLESVU.Se0071024t^1ii_00015.SPE DX071238A.LB 8254 ppm 
10-24.2007 17:49:13 CVCALCMETSSMPLES W.81C0071024OEE_1 iL_00016.SPE DX071238A1B 82.31 ppm 
KV24C007 18:05:24 CWLCMETSWPLESW.Sa)071024OEE_)lL2_00022.SPE DX071238ALIB 6435 ppm 
100(0007 18:05:45 C.iXCMETSAMPLESW.S'20071024,OEE 111. 2 00023.SPE DX071236ALI9 68.73 ppm 
10/242007 18:06:06 C«»LCMETSW4PLESW.Stt()071024CEE.1lL.2.00024.8PE DX071238A.LIB 88.92 Ppm 

Tferlb 

H'14.2007 9:58:18 CiCM.CMETSW4PLESW.Sffl071114.PA_5uLJ_00001.SPE DX071238A.LB 

IPA 

94.02 ppm 

13621 38.68 
IV 14.2007 9:56:99 DCALCMETSAMPLESW.S120071114*>A_5uL1_00002SPE DX071236A.LIB 97.76 ppm 
11/142CC7 10:23:04 nCALCMETSAMPLESW.Stt0071114\PA_5uL_2_0CO10.SPE DX071236A.LIB 166.59 ppm 
IV142007 10:23:25 CKALCMETSAMPLESW.Stt>071114*>A_5uL_2_00011.SPE DX071238A.LIB 176 37 Ppm 
11/14C007 10:23:48 CCALCMETSAMPLES W.S.0071114«PA_5llL _2_00012SPE DX071238ALIB 144.32 Ppm 
1V14C007 10:31:40 C .CALCMETSAMPLESALSC0071114tAMM_5uL1-00QUSPE DX071236ALI9 

Ammonia 

39.01 ppn 

37.00 427 

1V14C007 10:32:01 C\CALCMETSAMPLESW.S120071114\AMM.5uL_ 1.00015.SPE DX071238A.LIB 41.82 p 
11/142007 10:32:22 C\CALCMETSAMPLESW.Se0071114Wt4M.5uL1.00018.SPE DX071236ALIB 41.84 ppm 
1V14C007 10:37:28 DCALCMETSAMPLESW.S120071114\AMM_5uL2_00018.SPE DX071236A1IB 3259 ffm 

11.14J2007 10:37:49 C1CALCMETSWPLESWLSQ0l?imV1MM.5uL.2.00O19.SPE DX071236A1IB 34.19 ppm 
1V14C007 10:36:10 C\CALa«TSAMPLESmC0O71114*AMM.5uL2.00O20SPE DX071236A.LIB 3252 ppn 
IV142007 10:47:22 C:.CALCMETSW4PLESW.SC0O71114OEE_1ll_1_00024.SFE DX071238A.LIB 

DMriylethw 

63.18 PPm 

6623 2.43 

11.' 14.2007 10:47:43 C:.CALCMETSAMPLESW.S«0071114OEEJHJ_Q0025.SPE DX071236A.LIB 66.82 Ppm 
11.' 14,2 007 10:48:04 C .CALCMETSAMPLESVU.S,C0071114OEE.m_1.00026.SPt DX071238A.LIB 66.31 ppm 
11.'14.2007 1053:08 C'iCALCMETSAMPLES'iHLSC0071114'OEE_H1^2_00026.SPE DX071236A.LIB 63.98 Ppm 
11.' 14,2007 10:53:27 DCALrjMETSAMPLESW.S120071114OEE_1ii_2_00029.SPt DX071236A.LIG 67 34 ppm 
11' 14.2007 10:53:46 C'CALCMETS*MPLESW.Se0071114OEE.HL.2.00030.SPE DX071236A.LIB K.16 PPm 

*Note: When the Gasmet• Calcmet software reports a negative value, one of two things occurs. If 
the value is within -3% of the lowest reference concentration, then this is (absolute value) total 
measurement noise. If the value is negative by more than the (absolute value) -3% reference value, 
the Gasmet• Calcmet software is overcompensating for some other compound (reference spectra) in 
the interference table and the analysis settings may need to be optimized. 
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FTIR-GasMet DX-4015: Ammonia Data 

25 

20 

15 

[Ammonia] ^ai<Jle • 18.653 ±0.456 ppm 

[Ammonia] ^IM = 20.9 ±5% ppm 

[Ammonia] HMMI = 3.802 ±0.729 ppm 

[Ammonia] ^^ = 3.68 ±10% ppm 

[Ammonia] Measure = 0.593 ±0.079 ppm 

[Ammonia] Mlial = 0.7 ±10% ppm 

[Ammonia] Measure = 8.565 ±0.56ppm 

[Ammonia] A^^I • 8.31 ±10% ppm 

"> <S <p <S> * * 4 # <* £ * £ „# ^ NT> tf £ J> N«? N<r> & <0 $> „# ^ ^ £ 4? $ $• $> 

Run # 

Figure 8. Ammonia Data from Tier 2 Test at Four Different Concentrations 

FTIR-GasMet DX-4015: Arsine Data 

30 

20 

E 
a. 
B 15 

o   10 c 
o <-> 

[Arsine] ,„_„ = 26.71 ±0 619ppm 

[Arsine] KM • 23.8 ±5% ppm 

[Arsine] u^,, = 9.306 ±0.055% ppm 

[Arsine] A,^ = 10 ±5% ppm 

[Arsine] Measu,e = 4.718 ±0.077ppm 

(Arsine] ,^1 = 5.02 ±5%ppm 

[Arsine] r1„,„|, = 0.964 ±0 015ppm 

[Arsine] ^^ = 1 ppm ±10% ppm 

u 
* <y <•? «3> *N * 4 # -0> <bN # <^^^^No?^^N<?^N#^^^^^^^^^^^^^>^ 

Figure 9. Arsine Data from Tier 2 Test at Four Different Concentrations 
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120 

FTIR-GasMet DX-4015: Boron Trifluoride Data 

IBF3] UM1^ = 108.344 11.226 ppm 

|BF3] ^^ = 100 3 ±10% ppm 

100 

80 

? 
a 
5 

% 
£    60 [BF3] „,„„„ = 43 702 ±0 405 ppm 

I 
o 
u 

40 

[BF3J *~,t = 50 1 ±10% ppm 
[BF3] „._,.= 17 709 ±0 209 ppm                   '«•*•' 

  
|BF3|AeM = 24.9±10%ppm r 

IBF3] „.« ̂  = 8 837 ±0.245 ppm 

IBF3] ^ , = 10 8 ±10% ppm 
20 

1      1                        l L 
0 X.   ,     /                                                    V 1                                                       ^— 

-    o>    1*- 

Run (#) 

Figure 10. Boron Trifluoride Data from Tier 2 Test at Four Different Concentrations 

30 

FTIR • GasMet DX-4015: Carbon Monoxide Data 

[CO] „„„„, = 27 337 ±0 048 ppm 

[CO] AO„,( = 24,41 ±5% ppm I 
25 

20 

¥ 
Q. 
S 15 

1 
1 

[CO] „^,„ = 10.866 ±0 166 ppm 

[CO] tan, = 10 09 ±5% ppm 

8 10 
c 
0 

[CO] „„„. = 5.85 ±0 101 ppm /          \ 

[CO] A,:,^,, = 5 296 ±5% ppm 

5 
[CO] fcfc^,, = 1 459 ±0 113 ppm 

[COU,„, = 1.24 ±5% ppm 

\ 

0 

\>   .$>.{>   n?   #   £   «$>   «^ V ̂    A%   #   <$>   <§> $ y # <p <*• ^ ^ K* & ^ kJ »?>    0?     t&     <&     NN 

\*   •?  \' f V <?#& 
-5 

Runt* 

Figure 11. Carbon Monoxide Data at Four Different Concentrations from Tier 2 Test 
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25 

I 
3 15 
c 
B 

8 10 
S o 

FTIR-GasMet DX-4015: Hydrogen Cyanide Data 

[HCN] -IM  | = 5.169 ±0 053 ppm 

[HCN] „„. = 5.0515% ppm 
(HCN] „.„„,. = 1.213 ±0 074 ppm 

|HCN] „„ = 1.02 t10% ppm 

[HCN] „,„„„ = 24 811 ±0 086 ppm 

[HCN] *»„ = 24.9 t5% ppm 

[HCN] „.,„. = 10.044 ±0 064 ppm 

[HCN] AaaM =10 3 t5% ppm 

u ^— 
o 4 <$> <$> *• & 4 & <!> # <§> 4- & KS <i> <P £ N# N«? N<bN N# <vA „# N* ^N <& n? $ <& <$ ^<? 4 <& 

Figure 12. Hydrogen Cyanide Data at Four Different Concentrations from Tier 2 Test 

I 25 

o   15 

FTIR-GasMet DX-4015: Ethylene Oxide Data 

[C2H40] „.,»„„ = 6.557 10 464 ppm 

[C2H40] AOJ • 4 0 t5% ppm 

[C2H40] »„, = 37.061 12.7 ppm 

[C2H40] M4 = 24 45 t5% ppm 

[C2H40] MBasitB = 15 727 11 153ppm 

[C2H40] ^a = 10.61 t5% ppm 

Run* 

Figure 13. Ethylene Oxide Data at Three Different Concentrations from Tier 2 Test 
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FTIR-GasMet DX-4015: Phosgene Data 

[Phosgene) Measure = 23.027 ±0.079 ppm 

22 

[Phosgene] tctuat = 25 ±5% ppm 

17 

l [Phosgene] Measure = 8.348 ±0.038 ppm 

c 

1 12 [Phosgene] ^ll]al = 995 ±5% ppm 

[Phosgene] Measure = 4.392 ±0.053 ppm 

I 
O 

7 

[PhoRn«nfi] ^ ,  = 4 Q7 +5% ppm  

[Phosgene] Measure • 0.746 ±0.01 ppm 

2 J        I \ /                              vl                    VI 
s 91   «   <P   "P   ^   1?   <?   *   <P   %N   <£>   <£  & J> & & ,£ „<£ ,$? N<b" ^ <C  & & ^ aC? ^ $ $ £• ^ 4 <& 

Run# 

Figure 14. Phosgene Data at Four Different Concentrations from Tier 2 Test 

E a. 
S 17 

8   12 

FTIR-GasMet DX-4015: Phosphine Data 

[Phosphine] „»«,», • 25.508 ±0 127 ppm 

[Phosphine] MuMI = 24.9 ±5% ppm 

[Phosphine] u,.^ = 10.579 ±0 178 ppm 

[Phosphine] »„„„ = 9.96 ±5% ppm 

[Phosphine] masure = 5.148 ±0.129 ppm 

[Phosphine] ^^ = 5.01 ±5% ppm 

*      »    <N    Oj.    n?     ^     <P    4 '#   ^    tf    #    *   s#  ^  <fr  & ^   „(£  .<?  ^   K& f   ^  N<S> ^ ^ ^   ^ ^ ^ ^ ^   ^ 
3 

Run* 

Figure 15. Phosphine Data at Four Different Concentrations from Tier 2 Test 
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120 

FTIR-GasMet DX-4015: Sulfur Dioxide Data 

(S02| „_.,„ = 105-418 ±1.583 ppm 

[S02] ^,^ = 99.83 ±2% ppm^ 

1 
|S02| „^„ • 54.027 ±1.586 ppm 

[S02] ^.i = 49.98 ±2% ppm 

[S02] mm„' 27 191 ±0.888 ppn   ' 

[S02] KM = 25 18 ±5% ppm 

[S02] „,„„„ = 10.632 ±0.0 129 ppm 

[SCM],^, = 10.0 ±5% ppm 1     srn 
[SO2]u^I„ = 5 502±0.19ppm 

[S02] „.«,„ • 131 ±0.056 ppm 
[S02] ,„,„ = 4,988 ±5% ppm 

L— 

[S02] AC, = 0.986 ±5% ppm 

I    P r   \ | 
O) s in n i- oi 
i- co in r- oi o 

in co T- 
*t to co 

a s n n r oi 
OJ T- co in r*- eo 
»-  CM  CM  CM  eg  CM 

in co 
CO co s - 

N if) n 
eo O CNJ 

coco^-^^^^-mm 
in co «- 
o> •«- co 
m to   to 

Figure 16. Sulfur Dioxide Data at Five Different Concentrations from Tier 2 Test 
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Table 5 . Tier 2 Testing Results Summary * 

T—.- 
standard Anaryttcal 

0**M MO*. ±CI (95%) id (00%) CR.(»S%| CRltO-J 

Ammonia 

02-124110*22-1 0.7110* 0603 0J82 0079 0019 0016 
0.593 
10 019 

0593 

10 016 

82-124110423-1 3.88 ±10% 3002 3.31 0729 0323 0287 
3002 
10.323 

3.802 

10.267 

8.31 110% 4585 056 0123 0.035 0031 
4 58$ 

10 035 

8596 

10 031 

82-124114426-1 20.0 ±6* 16053 144 0460 0107 0103 
10.053 

10.107 

16.863 

10.103 

Al&llW 

FF49303 1.00110% 0.964 0.1 0.015 0.004 0.003 
0004 

10.004 

0964 

10.003 

FF51170 6.02 16* 4.710 001 0077 0020 0017 
4.710 
10.02 

4.718 
10.017 

FFS1156 10 00 16% 9908 0.42 0.066 0.014 0.012 
9306 

10 014 

9306 

tO 012 

FF49331 23.8±6* 26.710 4.60 0810 0.172 0144 
26.71 

10.172 

2071 
10144 

Boron 

Trlfluorlde 

XF00392e6 10.8 110% 4437 1.19 0.245 0109 0.090 
6*37 

10.109 

6 637 

too* 

XP0002126 24.0110% 17.700 107 0200 0.069 0040 
17.706 

10.059 

17.700 

10.049 

XF002926B 50.1110% 43.702 2.43 0.405 0.114 0096 
43 702 
10 114 

4-3 7>:>2 
to Ot* 

XF0018746 100.3 ±10% 108.344 041 1.220 0336 0270 
108.344 
10 336 

106344 

10.270 

Carbon 

Monoxide 

82-124118014-1 1.24 16* 1.469 06 0.113 0.034 0028 
1 459 

10 «4 

1 459 
10.028 

82-124118018-1 5.298 15% 5050 006 a ioi 0.034 0028 
5.85 

10 034 

5.85 

10.028 

82-124118018-1 1009 16% 10 986 1.00 0166 0047 0039 
10 666 

10 047 

10 ft* 

10039 

82-124118022-1 24.41 15% 27.337 0.10 0040 0014 0.012 
27.337 
10.014 

27.337 
10.012 

Hydrogen 

Cyan Id* 

FFS11S0 1.02 110% 1.213 0.34 0.074 O.020 0.017 
1 213 

10 02 

1.213 
10 017 

FF49264 506 ±6* 6.189 0.26 0063 0014 0012 
6.189 
10.014 

5.169 

10.012 

FF48200 10.316* 10.044 0.4 0.064 0017 0.014 
10 044 

10 017 

10 "44 

10 014 

FFS1171 24.015* 24.811 0.36 0006 0028 0022 
24.811 

10 026 

24.811 

±0.022 

Ethylen* 

Oxld* 

83-124118890-2 4 015% 6.667 1.7 0.464 0121 0.101 
6567 

10121 

6557 

10.101 

83-124118030-3 10.01 15% 16.727 7.2 1.163 0202 0210 
15.727 

10.282 

16.727 
10 219 

83-124114890-1 24 46 15% 37 061 12.61 2.700 0913 0760 
37 081 
10913 

37 081 
10.760 

Phosgene 

FF50O14 1X>110% 0.740 0.08 0010 0003 0.002 
0.740 

10.003 

0.746 

±0 002 

FF40194 4.97 ±5* 4 902 0.34 0.063 0017 0.014 
4 992 

tO 017 

4392 

tO 014 

FF40271 OJ0616* 0.340 0.14 0036 0010 0008 
0.340 
10.01 

8.340 

±0.008 

FF49202 2616% 23027 0.24 GOTO O021 0018 
23027 

tO 021 

23.027 

10 018 

FF61174 1.0110* 1090 0.68 0131 0037 0031 
109 

10.037 
1.09 

±0.031 

FF48240 601 ±5* 5144 0.57 0.129 0.033 0.028 
5 14* 

10 033 

5 148 

10028 

FFS1154 90816* 10.570 007 0.178 0061 0042 
10570 

10 051 

10.570 

±0.042 

FF49249 24.016* 25606 0.6 0.127 0.033 0028 
25 e-i* 

tO 033 

3M 

10.028 

Sulfur 

Dioxide 

82-124114006-1 0.98816% 1.310 0.30 0060 0013 0011 
1.31 

10013 
1.31 

10 011 

82-124118007-1 4 988 16% 5602 1.36 0190 0.062 0.044 
5502 
10 052 

5502 
113 044 

10.016* 10.632 008 0.129 0033 0027 
10.032 

10 033 

10.832 

±0.027 

82-124114028-1 25.18 15% 27 191 401 0886 0227 0.190 
27 191 

10 227 

27 191 

±019 

82-124114002-1 40 08 12% 64.027 120 IBM 0370 0300 
54.027 

±0.37 
64.027 
±0.300 

82-124114004-1 99 83 12% 106.418 8.24 1.583 0 460 0.375 
106418 

10 45. 
105418 

10.375 

*Note: The CI (Confidence Interval) is used to indicate the reliability of an estimate and an indication of the 
accuracy with which a parameter is known using the estimate. Therefore a 95% confidence interval is 
an interval generated by a process that is right 95% of the time. Similarly, a 90% confidence interval is 
an interval generated by a process that is right 90% of the time. 
The CR (Confidence Range) is the mean value of a population or set of data within plus or minus of the 
defined accuracy of the mean generated by the data set and with which the level of confidence will be defined. 
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APPENDIX A 
LIMITS OF DETECTION 

TICs/TIM (Threshold) 
Hazard 
Class 

Limit of 
Detection 

Primary 
Technology (t) 

Derived 
From: 

1. Ammonia (g) High 250ug/mL IMS/GCMS ITF-25 
2. Arsine (g) High 250ug/mL IMS/GCMS ITF-25 
3. Boron trichloride (g) High 250ug/mL IMS/GCMS ITF-25 
4. Boron trifluoride (g) High 250ug/mL IMS/GCMS ITF-25 
5. Carbon disulfide Hi£h 250ug/mL IMS/GCMS ITF-25 
6. Chlorine (g) High 250ug/mL IMS/GCMS ITF-25 
7. Diborane (g) High 250ug/mL IMS/GCMS ITF-25 
8. Ethylene oxide (g) High 250ug/mL IMS/GCMS ITF-25 
9. Fluorine (g) High_ 250ug/mL IMS/GCMS ITF-25 
10. Formaldehyde High 250ug/mL IMS/GCMS ITF-25 
11. Hydrogen bromide (g) High 250ug/mL IMS/GCMS ITF-25 
12. Hydrogen chloride High Neat IMS/FTIR ITF-25 
13. Hydrogen cyanide (g) High 250ug/mL IMS/GCMS ITF-25 
14. Hydrogen fluoride (g) High Neat IMS/FTIR ITF-25 
15. Hydrogen sulfide (g) High 250ug/mL IMS/GCMS ITF-25 
16. Nitric Acid, fuming High Neat IMS/FTIR ITF-25 
17. Phosgene (g) High 250ug/rnL IMS/GCMS ITF-25 
18. Phosphorus trichloride High 250ug/mL GCMS/FTIR ITF-25 
19. Sulfur dioxide (g) High 250ug/mL IMS/GCMS ITF-25 
20. Tungsten hexafluoride (g) High 250ug/mL IMS/GCMS ITF-25 
21.SulfuricAcid High Neat IMS/FTIR ITF-25 
22. Acrolein Medium 250ug/mL IMS/GCMS ITF-25 
23. Acetone Cyanohydrin Medium 250ug/mL IMS/GCMS ITF-25 
24. Acrylonitrile Medium 250ug/mL IMS/GCMS ITF-25 
25. Ally Alcohol Medium 100ug/mL IMS/GCMS ITF-25 
26. Allylamine Medium 100ug/mL IMS/GCMS ITF-25 
27. Allyl chlorocarbonate Medium 250ug/mL IMS/GCMS ITF-25 
28. Boron tribromide Medium 250ug/mL IMS/GCMS ITF-25 
29. Carbon monoxide (g) Medium 250ug/mL IMS/GCMS ITF-25 
30. Carbonyl sulfide (g) Medium 250ug/mL IMS/GCMS ITF-25 
31. Chloroacetone Medium 100ug/mL IMS/GCMS ITF-25 
32. Chloroacetonitrile Medium 100ug/mL IMS/GCMS ITF-25 
33. Chlorosulfonic acid Medium Neat IMS/FTIR ITF-25 
34. Diketene Medium 250ug/mL IMS/GCMS ITF-25 
35. 1,2-Dimethylhydrazine Medium 250ug/mL IMS/GCMS ITF-25 
36. Ethylene dibromide Medium 250ug/mL IMS/GCMS ITF-25 
37. Hydrogen Selenide (g) Medium 250ug/mL IMS/GCMS ITF-25 
38. Methanesulfonyl chloride Medium 250ug/mL IMS/GCMS ITF-25 
39. Methyl bromide (g) Medium 250ug/mL IMS/GCMS ITF-25 
40. Methyl chloroformate Medium 250ug/mL IMS/GCMS ITF-25 
41. Methyl chlorosilane Medium 250ug/mL IMS/GCMS ITF-25 
42. Methyl hydrazine Medium 250ug/mL IMS/GCMS ITF-25 
43. Methyl isocyanate Medium 250pg/mL IMS/GCMS ITF-25 
Requires air sampling techniques 
| When multiple technologies are li; 
(g) Compound is a gas at room tern 

;ted, first one i 
perature 

s primary 
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APPENDIX B 
ENVIRONMENTAL AND FIELD "SHAKER" TESTING REPORT 

FOR AND RESULTS OF TESTS 
PA'.F 

1 

NO Of PAGES 

11 

SECTION A - REQUEST FOR TEST 

i TO    '» ... 

E-ivironmental 8 Few Test Group 
Engineering D» 
ECBC 
9idg fc-36U7 Beach PcwrtRd 
Gunpowder. MO 21010 

3 PRMF CWRACTf*! AND ADDRESS .*» ,w/,,• i .^COtP^rHi 
NUMBER 

HA 

3 FROM:  t.i»s .-rr,..,. 

Ryan Kuhns and Scott Speed MntiilH I atwatory Te*Ti 

4   MANUFACTURING PLANT NAMt AW ACCHtb^    '. >...    ."( .U..F O 
NIlMRFB 

HA 

i [AdUM ASl' OR PROJI 

10 MAIE.HIAJ. TOBC 

GASMET Urwt 

ft  SAMFVf l<   HLASCNfOHSUBMTTAL 

Fdler performance testing 

9   OATf. 
5.UBA* i 1LL' 

20071220 
.'   -zPl       \ AMi-f." UtSOK DRAWINI FS6  IK V '": •« 

SAMPLE 1 DATE 
•01  m.'AHT-Y SIIRMITTFn 

t 

it QUANTITY 
GtrPREStMUL: 

' PURCHASi 5 FROM   iS SOURCE 1«   SHIPMtN* M«THOD 

Delivered 

15  ZATE SAMPLE" ANH SiIBMTTEOBV 

NA 

16  HEMAflKS AhC'OR SPECIAL INSTRUCTORS ANtl'0« WAIVERS 

Hem to be Secured Vibralion tested IAVY MIL-STD-B1UF Common Garnet prolilo 

i'  SEND REPORT Cf TEST TD 

Dislnbuton   1 hard copy and one electronic copy to De picKed up with test sample by Scotl Speed 

SECTION B - RESULTS OF TEST UMM     * 1-I'A.I* *AUff*t(trr 1'*%>«r *J-»k • 

1 DATE RESULTS REP6RTE6 

20071227 

1  .ARRFrviRTNUMtvtH 

EFT Data Report »Q12?O07 004 

1    DATE SAMPVE RECEIVED 

20071220 
TESTPERflVlvfclJHtSLAfSO IfcS" SAMPLE RESUt T RFOueFMFNTS i 

See EFT Data Report «O122D07 00* 

TVPFC NAME ANf * Tit Of PERSON CONDUCTING TEST 

Gregory S W»1on .' Electronics Technician 20071227 

SIGNATURE 

23 



Longitudinal Axis 
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Random Test Report 

si RJPNAME: Mil-Std Slot I ung VV 
SI   rUPDLSC   Mil -STD-810]   C 'onm*Jit< JIIIL-I I UIIJCIIIMJIUMI A A IN 

Rl TM NAME <J«*mcl Long Dec 07 
1JSFRPROJECTFOl DFR  MIL-SI D-810F 
SAVI NUMBER 2 

STATUS INFORMATION 
I LSI EVENT IIML: Thursday, December20, 2007 at 12 06:30 I'M 
rESl ST Alls RUNNING 
II SI MODI-  AUTO 
mi M   RME IT APSEDtHH MM SSi 01 32:36 
AI'IO IIMh H APSED(HH:MM:SS): 01:30:00 
TFS1 I EVE1   OOdB 
REFERENCI   0.74grms 
rONTROI :0.75 g rms 

i0-i 

10-2 

10-3 

10"« 

lO"5 

q'/BZ   VI  HZ 
ConteoU   PSDv» Fr«q 

10-6 

COft X:25S.OO T:fe.6<7e-00l 

I—•"- 

^ 

10 20 100 

X 

<jrm- 
::0.74» 

12/20/0/ 

Uld  01 S7tW 

Drr UK 3J» 
DOF:100 

RH: IJOOH* 

C:1 

SI 

200 500 
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Random Test Report 

SETUP NAMF: Mil-Std-8i0f_l ong ( < 
SFTl IP DESK   Mil -STD-810F Common Carrier I ongitudinal Axis 
Rl IN NAME: Gund long Dix 07 
USER/PROJECT FOl DER: Mil -STD-XIOF 
SAVE NUMBER 3 

STATUS INFORMATION 
I IS I EVEN I I IMF: I hursday. December 20. 2007 at 01:36:36 PM 
I IS I STATUS: FINISHED 
TES1 MODI   AUTO 
FOTAI   MM! II APSHXHH MMSSi 03:02:41 
AirrO TIMF L.1 APSFDtHH MM SS) Q*:00:MI 
TI ST I FVFFOOdB 
REFERENCE: 0.74 g rms 
CONTROL: 0.75 grms 

10- 

10-2 

10-1 

io-« 

10-5 

io-« 

'/Hz  V» HZ 
Control. 1   f>SOvs Htq 

con x:i55.oo T;8.45«»-004 

> 

• 

12/20/0/ 
gnw I1»»PM 

:    . l.l-l 03O7 41 

Aum 03 0000 

»f 030000 

I INISI (I 11 

•MB 0.74 
CM 
MM 0.75 

Orvlim:SO0      • 
OOf   100 

H»:li»H/ 

C:1 

S:1 

10 20 50 100 200 500 
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Random Test Report 

si II PNAMF  Mil-Std-8101   Inns i < 
SET! I'1)1 S<    Mil-Std-RIOF ( ommont'amer I ran-svcrse AMI 
RUN NAME: GASMET Iran* Dec 07 
USERPROJECT FOLDER MIL-STD-8I0I 
SAVb NUMBER: I 

STATUS INFORMATION 
11• s I I VI M  I IMF  Wednesday. December 2b. 2007 ai 06:1 1:07 AM 
rEST STATUS: RUNNING 
II si MODE: AUTO 
rOTAI  ITME ELAPSED (HHMMSS | 00:02:46 
AUK) nME II APSED{1IH MM:SS) 00:00:01 
IESTLEVEI   0.0 dB 
REFERENCE: 0.20 grms 
CONTROL. 0.20 grms 

10-2 

10-3 

10 « 

10"; 

io-fi 

io- 

u at v« 
Control IPSOvi rrco. 

—— OOP X8255.00 H4.Q»»>-005 

y^ N 
\ i 
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^ 
•- 

10 20 50 15" 

ttmm 

KM,  OOOO.ei 

•103300300 

OH 0.20 
CM 
OH 0.20 

OrrUnSjOO       a 
OOF: 10* 
UBM:SOO 
RM:1J0H> 

C:1 

5:1 

200 500 
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Random Test Report 

SI IUPNAME: Mtl-Sld-8I0F TransJT 
Sb I'UP DhS(   MilSld-HlOr Common Curner Transverse Axis 
RIN NAME GASME1 Iran* Dec 07 

I'SPR .PROJECT RH DFR  Mil   SID-8I0F 
SAVT NUMBER: 3 

STATUS INFORMATION 
I LSI EVEN I  IIME: Wednesday, December 26. 2CM)? at 07:41:35 AM 
IPS I STATUS Rl NNING 
I LSI MODE: AUTO 
lOl AL 11Mb ELAPSED<HH MM.SS>: 01:33:00 
AUTO TIMF El APSFDlHH MM SKt 01:30:00 
TEST LEVEL :00dB 
REFERENCED) 20 grms 
CONTROl : 0 20grms 

10-2 
q'/Kz  V» HZ 

10-5 

10"« 

10" 

Controll   PSOvt rr«q 
Coo Xi255.00 T:4.187«-005 

 V, 

n £ \ ;t \               r 

\ 

*"*: 

10 20 

gnra 
'10.197 

17/78/0/ 
07*14S AM 

Ttltl 01 33 ao 

OnrLU 3JJO 
O OT   100 

RM   100 

C:1 

S:1 

50 100 2Q0 M0 

APPENDIX B 28 



Random Test Report 

SETUP NAME: Mil-Std-SIOF_Trans_( i 
SETUP DESC  Mil-SJd-XWr Common Tamer transverse Axis 
Rl NNAME GASME1  I ram Dec 07 
I SER/PROJEC1 FOLDER Mil STD-810F 
SAVl NUMBER 4 

STATUS INFORMATION 

IISI EVENT riME: Wednesday, December 26. 2007 at 09:11:41 \M 
II SI STATUS FINISHED 
11ST MODI   AUTO 
IOIAL TIME ELAPSED (HH:MM:SS): 03 02:59 
\UTO I1ME II  M'SI D(HH MMSSi: 03:00:00 
I ESI I EVEI   OOdB 
REFERENCI   0.20grms 
CON I KOI   n2t)grms 

Control I   PSDv» Frag 

io-2 

io-J 

lq-4 

10-5 

io-« 

to- 

a'/lz v> uz Con X:2M. If 1:4. llle 

*.       .» 

' . \     I—N* 
\                                   ^ 

L                                               "    H 

I 

\i N 

grms 
12/N07 

W:11:41 AM 
Tatal: 034020 

Am.i   O3O0.IMI 

afOMwao 

E ^Qoom 
IW 
CUM 
CM 
own 

0.20 

0 20 

Dry U«: 340      o 
OOF: 10* 

R*a:1J0Hi 

C:t 

S:1 

10 20 50 100 200 500 
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Vertical Axis 
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Random Test Report 

SEIUPNAMfc  Mil SU-Sln]   Vertical,* C 
SE I I IP DESC: Mil Std 810F Common Currier Vertical A*ir- 
KIN NAMb  (.•asmn Vert Dec 07 
USER PROJEC1 FOI DER: MIL STD-8I0I 
SAVE NUMBER  I 

STATUS INFORMATION 

I LSI EVENT riME: Wednesday, December 26. 2007 at 09:41 16 AM 
It-SI SI AILS: RUNNING 
I ESI MODE: Al TO 
I HI Al   I IMh hi APSED IHH MM SS) 00:02 01 
\l  l<> riME ELAPSED iHH.MM SS|. 00:00:01 
TFS1 I EVEI   'MidB 
Rl I EREN< b   I 04 grins 
( ON I RO|    I <K. g rms 

10-1 

10-2 

10" 

io-« 

10-! 

q'/Kz V8 HJ 
Control!   PSD vi Fr«q 

 •    •-.    \, AvA^ 

cn.oe 
1:1.06 

5«vr     I al 

0941  ISAM 
Itrt.l   00 07 01 

0MH 1.04 

BAM 1.06 
LHvlk-J.00      O 
DOF:M0 
IW.SOO 
AM: IJOOH* 

C:1 

3:1.2 

10 20 50 100 200 500 
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Random Test Report 

SETUPNAME Mit-Sui-810F_ Vertical CC 
Si IIP DESC: Mil-Std-8I0F; ('iimmnn ( amei Vertical Axis 
RUN NAME: fJasmet Vert Dre 07 
liShR PROJEC1 KOI DER: Mil -STD-Sinr 
SAVE NUMBER: 2 

STATUS INFORMATION 
TES1 I VIM FlVtr  Wednesday. December 26, 2007 at 11:11:14 AM 
I IS I STATUS: RUNNING 
TESTMODF: AirTO 
lOTAL ITME ELAPSED illllMMSS) 01:32:00 
AUTO [1ME ELAPSED (HH:MM:SS): 01:30:00 
TEST LEVEL. 0.0 dB 
REFERENCE: I 04 g mis 
(ONIROt    I 06 g mis 

io-i 

X0-2 

10" 

io- 

io- 

q'/Hl V» Hi 
Control 1   PSOw Hcq 

' •> —+*J\* *\ 

grwa 
C:1.06 

Sava   ?ol   4 

1 ?/7%m 
11:11:14 Ml 

total  01 

••"."HP 

01 Si OO 

.•30.TJO 

DtvUm: 
OOF: MM 

I Hz 

C:1 

fttj 

10 20 100 aCUU 500 
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Random Test Report 

SfcTI PNAMF Mil-Std-810F Vertical (i 
SI ill' DEST Mil-Std-8IOFCommontarn« Vertical Axis 
RUN NAME: (.asmct Vcrl Dec 07 
USER/PROJE( I FOI DIR  Mil -STD-8101 
SAVE NUMBER: 3 

STATUS INFORMATION 
I I si I VIM   IIMF   Wednesday. IX-ctmher 26. 200? at 12 41 20 I'M 
II SI STATUS FINISHED 
TEST MODE AUTO 
TOTA1  riMI  1 I APSED(HH MM SS) .03:02:05 
AUTO TIME II APSPDdlllMM SS> «JMM>:00 
11 SI LEVEI   0.0 dB 
REFERENtT   1.04 grnw 
I 't\lR()l    I 07 g rim 

Control. I   PSOvt Frtq 

10" 

10-2 

10-3 

10" 

10-5 

a'/Mz v» Ha 
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OnLimlJOO       o 
OOF: 10* 
Iteaa:500 
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en 
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